Peripheral iridotomy using Nd:YLF laser.
We used the Nd:YLF Oscillator/Regenerative Amplifier Laser (ISL, San Diego, Calif) at 1053 nm to perform peripheral iridotomies in three eyes. The total amount of energy required was greater than the usual amount needed in Nd:YAG peripheral iridotomies. However, each laser pulse uses a much smaller quantity of laser energy and produces a smaller and more refined optical breakdown. The postoperative courses for these patients were uneventful, without postoperative intraocular-pressure spike or increasing anterior-chamber reactions.